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Abstract 
Non-destructive methods of inner object 
structure reconstruction in the scanning electron 
microscope (SEM) have been studied . Por specimens 
with a size of about 1 mm a spatial resolution 
of 10 µ m has been achieved. The reconstruction 
is made from a project ion in X- ray radiation. 
Algorithms of conventional computerized tomogra-
phy are used. The application of 3-dimensional 
reconstruction to different types of microobjects 
has been shown . As an example, microtomography 
of organic objects (grass grain, beetle head) 
and inorganic objects ( semiconductor diode) has 
been carried out. 
KEY WORDS: Pull 3-dimensional reconstruction, 
microtomography, Ra d on transform, convolution, 
back projection, microcomputer. 
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Introduction 
The main aim of an overwhelming majority 
of microstructure investigations is the study 
of the inner structure of objects. Conclusions 
about the inner structure of microobjects are 
made by fracture and thin section images in the 
scanning electron microscope (SEM). To guess 
the inner structure of an object before prepara-
tion from these images is rather difficult and 
sometimes impossible . The difficulty of SEM in-
formation interpretation may lead to errors and 
a collision of conclusions . At present, non-des-
tructive methods of direct study of the inner 
structure of microobjects are of primary impor-
tance. 
Data on the inner structure of a sample 
can be obtained as a shadow image from transmit-
ted and low-attenuation radiation . X-rays, infra-
red radiation or ultrasound would very well do 
for the majority of microobjects . Shadow images 
correspond to the non-destructed structure and 
this determines their value for the investiga-
tors. At the same time they represent a 2-dimen-
sional projection by which the 3-dimensional 
structure of a n object cannot be determined. 
Pull 3-dimensional reconstruction of an 
object ' s inner structure from projection consti-
tutes the subject of computerized tomography . 
The greatest practical achievements of this 
science are connected with the creation of X-ray 
tomography systems for medical applications. 
Rapid development of computerized tomography 
for the last decade has brought about the use 
of reconstruction from projection methods in 
many other branches of science from astronomy 
to transmission electron microscopy. X-ray tomo-
graphy systems can reconstruct objects from 1 
- 0 . 1 m with a spatial resolution of less than 
1 cm. In transmissio n electron microscopy micro-
objec t structure is recons tr ucted with sizes 
of 0 .1 µm with a spatial resolution up t o 10 
A. This research work is explaining algorithms 
of full 3- dimensional reconstruction of the inner 
structure of non-destructed objects in SEM. 
The sugges te d methods bridge th e gap in 
the possibi liti es of microtomography i nves t iga -
ti on. 3-Dimensio nal reconstruction of microob -
jects in millimetre and micron ranges is necessa-
ry in defectoscopy, material sciences, in non-de-
structive tests of semiconductor devices and 
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integral circuits in particular, as well as in 
biology, geology, physics , chemistry , medicine 
etc . X- ray a n d infrared radiation which is used 
fo r ob t a inin g projectio n data unde r goes little 
absorpt i o n i n ai r : t h erefore the ob j ec t in ques-
tio n can be separated from t he SEM- vacuum a nd 
placed in t he hermetically closed air microcham -
ber. Inves t iga t ion under no r mal a t mospherical 
condi t ions is necessary for medical a n d biologi-
cal specimens . Experimentally pr oduced or natu-
ral alterations in the microstructure of the 
sample are useful in e . g . , mechanical tests. 
In all cases computerized microtomography in 
SEM obtains unique data, which cannot be obtained 
by any other method of investigation. 
Mathemat i c a l Pu n damen t als of Computerized Mi -
crotomography 
Mathematic aspects of microobj ec t image 
reconstruc t ion from projection are mainly borrow-
ed from conventional computerized tomography. 
A great deal of research has been devoted to 
these problems, and hence it would be useful 
to consider the main issues and peculiar features 
which appear in SEM i n vestigation. 
3-Dimensional investigation of objects by 
computerized methods is aimed at obtai n ing a 
3-dimensional matrix of digits corresponding 
to local density (usually - to the local attenua -
tion coefficient of initial radiatio n ) . The task 
of obtaining such a matrix is equivalent to seve-
ral tasks of creating 2 -dimensional cross-
sections from 1-dimensional projections (Pig . 
1). The part of the plane where lhe reconstruc-
tion takes place ( the field of reconstruction) 
must be larger than that of the cross-section 
investigated . This is the main limit of all me-
thods of reconstruction from projections. To 
facilitate the calculations, the field of recon-
struction is square (rarely round) in shape. 
The object cross - section image in the field of 
reconstruction is calculated as a 2-dimensional 
matrix of digits. Each digit corresponds to the 
average of density (or radiation attenuation 
coefficient) in any small area of the object 
called a picture element (pixel). A small square 
is a pixel for a square field of reconstruction. 
Initial data for the reconstruction of cross-
section is the integral attenuation coeff i cien t 
of permeation radiation al o ng the source-detect or 
line , with different dislocations of this line 
in relation to the center of the field o f rec on -
struction and to the different views. Thus it 
is necessary to calculate the distribution func -
tion of the local attenuation coefficients 
f(x,y) in Cartesia n coordinates or f(r,<p) in 
polar coordinates (r~=x~+y~; qi a r c tan( y / x )) 
from integrals on information acquisition lines 
in coordinates ( 1, 8). The Radon transform opera -
tor R from function f( 1 , 8) is determined as a 
line integral from f along the source - detector 
line : 
1/ 2 
[Rf Jl,8)=Jf((l 2 +z 2 ) ,e+arctan(z / l))dz (1) 
Thus the Radon 
fin coordinates (r,qi) 
nates l l, 8 ) . Pinding 
transf orm links functi on 
with function fin coordi-
the cross-section image 
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amoun t s to finding inversion of the Radon t r ans-
form R- 1 : 
( 2) 
To find the inversio n of t h e Radon tra n sfo r m 
R 1 the pr ojection theorem is used. The theo r e m 
links the operator R- 1 with 1-dimensional and 
2-dimensional Pourier transform operators. 1- d i -
mensional direct P and inversion P- 1 Pourier 
transform operators are defined as : 
[ P qi J u ) = J cp( u ) exp ( - 2 ni U u ) du 
[P 1 qi](u)=Jqi(U)exp( 2n 1uU)dU 
( 3) 
( 4) 
2-Dimensional direct~ and inversion p 2 - i 
Pourier transforms in polar coordi n ates ( r , qi ) 
are defined as : 
[ P 2f ] ( R ,¢ ) = J ~ r I f ( r ,qi ) exp ( - 2 ni r R cos ( qi -
-qi ) ) drdqi ( 5) 
[P 2-
1 fJ(r,qi)=J~Rlf(R,¢)exp( 2niRrcos(qi -
-¢) )dRdq> (6) 
If we apply the P1 operator as a 1- dimensio -
nal Pourier transform with the fixation of one 
of the coordinates 
[ P1 P J ( 1 ,0 l = Pp I 8 J ( 1 l 
( 7) 
The projecti o n theorem can be written as 
follows : 
(8) 
Por the majority of functions a 2 -dimensio-
nal Pourier transform satisfies the equalization: 
- 1 - 1 
P2 P2f=P2P 2 f=f ( 9) 
According to (8) and (9) we may conclude: 
The original cross-section f=R - 1 




This formula is an algorithm of cross-sec-
tion reconstruction fr om projections by Pourier 
transform methods. According to (11) the 1-dimen -
sional Pourier transform of data in every vie w 
is firstly made, i . e., the data obtained from 
1 and fixed 0 in fig. 1 . By the results of these 
transforms for different Pourier coefficients, 
meanings are approximated in the field of recon -
struction . Then the original cross - section is 
reconstructed by 2 -dimensional inversion Pourier 
transform P 2 -
1 • The calculation algorithm based 
on 1-dimensional and 2-dimensional Pourier trans -
forms is connected with a great number of calcu-
lations and is rather rarely used . There are 
o ther more rati o nal algorithms. 
The majority of ' rapid ' algorithms of recon-
struction is based on back projection . A back 
Compute rized Microtomography in SEM 
projection operator Bis applied as 
[BR] (r , cp)=fp(rcos(0-cp) ,0 )d0 ( 12) 
Most widely used are P - filtering and convo-
lution algorithms . A p -filtering algorithm is 
based on the equalization of Pourier and Radon 
tran sfor ms from image by back projection: 
[P2f ](R,cjl)=[R[x[P 2BRf)(R,¢) ( 13) 
Image evaluation f is made by the formula: 
( 14) 
The co rresponding algorithm consists of 
the back projection of initial data Bp, calcula-
tion of a 2-d imensiona l Pourier image P 2Bp , mul-
tiplying that in polar coordinates by IR I and 
inversion by a 2 -dimensi onal Pourier transform . 
At present most widely used are algorithms 
based on co nvolution and back projection . Inver-
sion Radon transform can be written as : 
[ R -i p ] ( r ,cp ) = 1/ 211 2 J f( 1/ ( rcos ( 0-cp) -
- 1)) ( ;Jp/ 31 )dld 0 ( 15) 
This tr ansform is divided into two parts, 
o n e of which is a back projection prescribed 
by the formula ( 12); the second part is the con-
volution with - some specially selected functions . 
I t is possible to define the convolution 
of two functio n s p(u) and q(u) as follows: 
[ p *q ](u)=fp(v)q(u -v)d v ( 16) 
If we rep r esent p(u) function as p=-(1 / 11u), 
equation (16) will be transformed: 
[ p *q ](u)=-( 1/TT)Jq(u) / (u-v) dv ( 17) 
Projection data is the function of two va -
riables and therefore 
of convolutio n o n one 
remains fixed: 
we introduce the 




Now (15) can be represented accurately with-
in cons t ants as a combination of back projec-
tion and convolution with the function : 
A/ 2 
q(u)=2 J UP{U)co s( 211Uu)dU 
0 
( 19) 
where A is the spectrum width of initial data. 
The meaning of the P(U) function will be explain -
ed below. The reconstruction alg orithm can with 
the help of convolution be written as: 
f=B[p*eq] (20) 
First the convolution of projection data 
is made for each view and then the back projec-
tion . Unlike the reconstruction algorithms des -
cribed above , convolut i on does not necessitate 
Pourier transforms. This co n siderably enhances 
the speed of computer calculations . The majority 
of X-r ay tomography systems use the convolut i on 
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Pig . 1 : Geometry of data acquisition in micro-
tomography 
X 
Pig . 2 : Parallel (a) and fan t b) beam geometry 
algorithm due to its relative simplicity of rea-
lization and high speed of reconstruction . The 
suggested algor ithm s presuppose the calculation 
(at the initial stage) of constant parameter 
projection data which corresponds to the paral-
lel geomet r y acquisition of information (Pig. 
2a) . High speed set-ups for acquisition of pro-
jection data have a fan-beam geome t ry . (Pig . 
2b) claiming the change of algorithms. In a sim-
ple case fan geometry is regarded as a group 
of beams from projections with different 8 . By 
means of combini ng data from different projec-
tions the task may be reduced to the parallel 
geometry . Reconstruction algorithms presuppose 
ideal initial data with out noise and device dis -
tortion. In real cases ( especially in micro tomo-
graphy realisation in SEM) one has to deal with 
a low-level of radiation intensity and correspon-
dingly with high levels of noise . A cross section 
reconstructed by such data can contai n sufficient 
defects of reconstruction up t o full loss of 
useful information. The main method of minimizing 
noise errors of reconstruction is signal spectrum 
limit in the high frequency range. In the convo-
lution algorithm thi s is realise d through t he 
corresponding choice of P(U) function . In the 
absence of any noise ideal reconstruction takes 
place under P ( U) =l. To minimize X- ray radiation 
noise P{U) of the following types are used : 
COS: P(U)=cos(11U/A) 
SIN : P(U)=sin(11U/A)/(11U/A) 
General Hemming: P(U)=a+(l -{I )cos(211U/A) 
o. 5 <a o ( 21) 




Spectral signal limit by functions of the 
type shown in (21) decreases somewhat the finest 
detail contrast of the reconstructed cross-sec -
tion. In each particular case a compromising 
formula may be chosen to obtain sufficient spa t i-
al resolution and the n ecessary level of noise. 
Fo r algo rithm s based o n Fourier transforms a 
spectrum limit is made by multiplying the data 
in Fourier space by functions as in equation 
( 2 1). 
Initial data for cross-section reconstruc-
tion is the intensity measurements of the trans-
mitted radiation I in a discrete number of 
points . I depends on original radiation intensity 
I
0 
and the integral from attenuation coefficient: 
Integrals from 
are i n itial projecting 
to the following: 
( 22 ) 
attenuation coefficients 
data p(l , 0) (22) leads 
( 23) 
It is necessary to take into consideration 
the depe ndence of attenua t ion coefficients on 
the energy of X-ray radiation. The spectrum 
changes considerably during the passage thr ough 
the objec t. 
The formulae (22) and (23) correspond to 
obtaining data f r om the source and detector with 
infinitesimal aper t ure . For real cases it is 
necessary t o add the integral from J.J on t he 
source and detector aperture . Obtaining informa-
tion in the disc r ete the number of points on 
l and 0 corresp ond to the change of the initial 
data spectrum - it acquires the shape of a comb. 
The use of low aperture detecto rs leads to the 
coi nci dence discretization data spectrum and 
device function which causes grea t de f ects of 
reconstruct i on . When obtaining da ta from 1 
sou rce-detect o r pair i n order to exclude the 
coinc i dence of spectra the radiation beam aper -
ture must be of bigger size than the pixel in 
cross-sec ti on images. Obtaining the informatio n 
from a group o f detectors there are other methods 
of minimizin g coincide n ce of spec t ra . 
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Fig. 3 : Microscanner devices 




5- step motor 
6 - system of vertical motion 
of the specimen 
In computerized tomography all algorithms 
are realize d through discrete data and recon-
s truction is made by discrete analogues of the 
above fo rm ulae. 
It is only natural that the question should 
arise on the minimum quantity of data for a given 
size cross-section reconstruction . It can be 
proven that for the field of reconstruction n 
x n the number of view of initial data m must 
sat isfy th e inequality: 
m-1> Tin/2 ( 24) 
The pixel size of the field of reconstruc-
tion is usually determined by the resolution 
of the data acquisition system. Increasing the 
number of pixels of the field of reconstruction 
leads to an increase in the necessary memory 
of a computer and the time of calculation and 
therefore a comp r omise has to be made for each 
particular case . 
Apart from the most popular algorithms 
based on convolution and Fourie r transform there 
are lots of other approaches to image reconstruc-
t io n from projections. For further information 
I refer to references (1, 4-6) . 
Set-up for Data Acquisition f or Mi crotomography 
i n SEM 
The main difficulty in the realization 
of micro t omography in SEM is the des ign of the 
microscanner . In medical X-ray tomography scan-
ners on ly systems with immobile objects are 
realized. Micro tomography scanners can have 
both immobile and rotating objects of investiga-
ti on . A microscanner must provide the acquisition 
o f projection data with a sufficient quantity 
of view in each pla ne of rec o nstructi on . In 
X-ray radiati on for radi oscopy the object is 
formed fr om an electron beam bomb arding a metal 
( usually c oppe r ) targ e t . Infrared radiation 
is emitted by the target covered with the corres-
ponding luminophore. 
Five types of 
order of increasing 
Fig . 3a-3e. 
suggested microscanner s 
difficulty are shown 
i n 
in 
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Fig . 3a : An electron beam moving along 
the declining target creates a moving point 
source. The radiation passing through the object 
is received by a detector with a small aperture. 
The horizontally located specimen is rotated 
by the step motor to obtain the necessary number 
of views. 
Fig . 3b : As well as in the first case the 
moving source is created by scanning an elec -
tr on beam . Differe nt views can be obtai ned by 
the rotation of a vertical object by a step 
motor. 
Fig. 3c : Scanning in every view is carried 
out by moving the electron beam on the target . 
Change of view takes place by simultaneous rota -
tion of the source-detector pair around the 
immobile object . 
Fig. 3d : Scanning in every view and changing 
the view is carried out by moving the electron 
beam on the ring target around the immobile 
object . The corresponding location of the detec-
tor is created by rotating with the step motor . 
Fig. 3e : A completely immobile system . 
With every location of the source on a rin g 
target simultaneous fixation of the information 
by a great number of narrow-aperture detectors 
which encircle the system object -target takes 
place . 
Specific features, adventages and disadven-
tages of each of the systems are given in Table 
1. 
Let us consider in detail the main parts 
of microscanners: 
The TARGET emits X-rays (or infrared) radia-
tion u nd er bombardment by an electron beam. 
The target is a polished copper surface which 
is tilted 45 degrees towards the beam. The 
DETECTOR of radiation depends on the kind of 
radiation and the configuration of the microscan-
ner. The corresponding PM for the range O. 8-1 . 1 
µm will be for infrared radiation. X- ray radia-
tion for the systems with an immobile detector 
( 3a and 3b types) is received by a propor tional 
counter . In a simple case a standard semiconduc-
tor detector from X-ray analyzers of 'LINK' 
or 'K e vex' systems is used. Scintillation detec-
tors are not recommended as the background of' 
th e reflected electrons is considerably higher 
than the useful X-ray signal. For microscanners 
with a mobile detector (Fig . 3c, 3d) or with 
a group of detectors (Fig. 3e) only semiconductor 
detectors will fit because of their small size. 
The spatial resolution of microtomography is 
mainly limited by the aperture of the source 
and the detector. The real size of the X- ray 
generation area in a metal target is about 1 
µm2 . A conical beam is emitted from this source. 
The SEM geometry for microscanners of 3a and 
3b types allows the positioning of the object 
at a distance of about 1mm from the target and 
the detector at a distance of up to 100mm. With 
this data a spatial res o luti on up to 5µm corres-
ponds to a detector aperture of not more than 
0 . 3mm. A STEP MOTOR is necessary in systems 
3a and 3b for the precision rotation of the 
objec t. In a simple case the mechanism from 
a quartz wrist watch can be used. A step motor 
with a mobile magnet and with a step 1/60 of 
a complete revolution is used here. The maximum 
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Table 1 
Microtomography scanner characteristics 
microscanner configuration 
fig: 






1. the possibility of 
viewing the object in 
SE mode 
2 . using a microanalyzer 
detector 
3. parallel beam geometry 
4 . high speed of data 
acquisition 
5. the possibility of in-
fluencing the object 
during the investigation 
6. electronic change of 
cross-sections 
Disadvantages: 
1. the difficulty of 
object assembly 
2. nonperpendicularity of 
the axis and the plane 
of projections 
3. fan - beam geometry 
4. influence of the sample 
weight 
5- change of data acquisi-
tion geometry along the 
projection 
6. influence of the 
mechanical defects 
Difficulty of mechanical 
parts 
Difficulty of electronic 
parts 
3a 3b 3c 3d 3e 
1 1 0 0 0 
0 0 0 0 
0 0 1 1 
+ 
+ + 
- -+ -+ 
- -+ + 




-+ -+ -+ + + 
+ 
+ 
+ +- -+ 
+- +- + -+ 
- -+ ++ 
number of views is equal to 30_. The 3a system 
with such a mechanism does not allow a resolution 
higher than 20 µ m in cross-section and 100µ m 
between the cross-sections because of the axis 
shift during the step motor rotation and the 
impact of its mobile magnet on the electron 
beam . In the 3b-system the axis is reclined 
on a conical bearing and therefore the spa t ial 
resolution in cross - section and through cross-
sections increases up to 20 µ m. For further 
improvement of the quality characteristics of 
the step motor a combination of a microampermeter 
with an immobile magnet and a watch reductor 
is used. The mechanism with an immobile magnet 
excludes the impact on the beam during rotation. 
The reductor provides 120 (or 240) view informa -
tion acquisitions. The accuracy of the projection 
data considering the impact o n the beam is less 
than 5 µ m. In the systems 3c and 3d there are 
A. Yu. Sasov 
























Fi g. 4: 
The diagram of microtomo -
graphy set -up 
HV POWER 
SUPPLY MICROCOMPUTER 
no strict demands concerning the motors. The 
SPECIMEN should have such a shape as to guaran-
tee the maximum filling of the field of recon-
struction . Best suited are cylinder-shaped speci-
mens with a diameter 1 - 0.1 mm and a length 
up to several mm. The maximum size of Lile speci-
men is limited by the low SEM magnification 
and can be up to 2 - 5 mm. In the 3a system 
the location of the object is changed under 
the influence of its weight and in general light 
specimens should be used. Por other microscanners 
specimen weight is of no importance and in the 
3b - system weight increase may even increase 
the accuracy of the mechanism. The most difficult 
operation is the assembly of the specimen especi-
ally in the 3a system. In 3a and 3b microscanners 
a thin tube is put on the axis of the mechanism 
where the specimen is placed and fixed with 
conductive cement . It is usually unnecessary 
to coat the specimen as it is not bombarded 
by the electron beam. The reflected electrons 
do not charge the specimen t o a dangerous poten-
tial. It is recommended to coat only with low 
conductivity materials (as teflon etc . ). In 
systems with an immobile object as 3c-3e the 
assembly of the specimen is not difficult. The 
SYSTEM OP VERTICAL MOTION of the specimen is 
necessary for microscanners with a ring target 
( 3d, 3e) . It can be realized by using piezoelec-
tric or electromagnetic devices . 
Apa rt from the microscanner itself the 
set - up of data-acquisition includes several 
electronic units . Let us consider the configura-
ti on of the most simple systems ( 3a and 3b). 
The block - diagram of the electronic units is 
given in Pig. 4 . The microscanner is of the 
size of a standard SEM specimen stage and can 
be introduced in the column through the specimen 
exchange chamber without interfering with the 
general vacuum . 
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Control of the step motor is exercised through 
an output for testing the current of absorbed 
electrons . On the column window there is a pro-
portional counter separated from the vacuum 
by a Be window. The window is covered with an 
aperture diaphragm with a size of O. 3 x 2 mm. 
The stabilized source provides the DC counter 
power supply voltage of 800 - 2000 V. The signal 
from the counter has an amplitude of several 
mv. A preamplifier is placed next to the co un-
ter. The signal from the preamplifier has the 
form of negative pulses with an amplitude of 
100 - 200 mV. The reception of this signal and 
the control of the step motor is made by the 
X-ray interface of a microcomputer. Here the 
pulses are amplified up to 2 - 3 v and discrimi na-
ted for noise limit. The number of pulses is 
fixed in the 16-bit counter. The count time 
is controlled by the program. The rotation of 
the specimen step motor is made by an interface 
driver which is controlled by a step counter. 
Programmed scanning of the electron beam on 
the target of the mic ros canner is carried out 
by the SEM control interface . In Pig. 4 one 
can see only that part of the interface which 
is used in microtomography. The information 
from the microcomputer is decoded in commands 
of beam motion in coo r dinates (x ,y ), return 
to the initial point and to the centre. These 
commands regulate the motion counters in the 
corresponding coordinates . The information from 
the counters is supplied to the digital-analogue 
converters. Analogue x an d y signals control 
scans of the SEM electron beam and the point 
of the screen. The control circuit provides 
programmed switch - on and switch - off of the digi -
tal scans instead of the conventio nal scans . 
The digital scan format is 1024 x 1024 poin t s . 
Programmable control o f all pa rts of the set-up 
by a microcomputer provides maximum flexibility 
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of the systein . Por 3c and 3d microscanners an 
analogous set-up can be used except for the 
detector preamplifier. A microscanner with elec-
tronic scanning 3e must be equipped with a so-
phisticated sys tem of preamplifiers and counters . 
Utilization of such a complex system is expedient 
o nly in the case of a strong necessity for high-
speed scanning. 
Processing the Microtomography Information 
To process the microtomography data one 
should use microcomputers. Utilization of more 
powerful computers makes the system more costly 
as the rate of calculation is mainly determined 
by the data acquisition speed, not the calcu -
lation speed . The minimum configuration should 
include a SEM, microcomputer with RAM of not 
less than 64K and corresponding interfaces . 
To widen the possibilities of microtomography 
investigation it would be preferable to have 
a high-scale memory on disks and different image 
output devices. In our case we used an 'Iskr a 
226' (USSR) microcomputer with 128K RAM ('BASIC' 
is loaded in 64K). The calculation speed is 
about 500,000 operations per second (16 bit 
processor). The microcomputer has a symbolic 
and graphic display and a cassette memory on 
magnetic tape. Por storage the information disks 
(5 Mbytes) and dual floppy disks (2 x 0.5 Mbytes) 
are used . Information output can be given on 
the computer screen, on the symbolic-graphic 
printer, on the colour half-tone display and 
on the plotter . The microcomputer performs the 
functions of micro tomography set-up control 
and reconstruction from projections . High quality 
software has been developed which include the 
following programs: 
1. Back projection . Input data: angle 0, informa-
tion on 128 bytes line. Output data: the result 
of back projection (up to 256 views) in a matrix 
of 80x80x2 bytes. The time of back projection 
of each view is about 1 second. 
2 . Convolution of initial line containing 128 
points with the P(U) function as a general Hem-
ming window with parameter o from O. 5 to 1. 0. 
The convolution time of each view is about 0.1 
sec. 
3- Pourier transform. The program performs a 
fast 2-dimensional Pourier transform, multiplying 
in Pourier space by any function and a fast 
inversion 2-dimensional Pourier transform . The 
main application is a ,-filtratio n method. Work-
ing time is about 6 minutes. 
4. Information output on binary and halftone 
displays . Output is performed onto the screen 
from a matrix 80x80x2 or 128x128x2 bytes. Por 
a bina ry display a pixel is a 3 x 3 points square 
for an 80 x 80 field or 2 x 2 for a 128 x 128 
field. In each such pixel 10 or 5 brightness 
levels are correspondingly reflected. The initial 
matrix has the size of 2 bytes in each point. 
The most informative cross-section image of 
the investigated structure is formed in a dialo-
gue mode with an opera tor. The operator sets 
a black level and brightness gradation magnitude. 
The necessity of the dialogue mode is linked 
with an unpredictable background level and sig-
nals amplitude in a reconstructed cross -s ectio n. 
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5. Output onto a colour half-tone display. Re-
f l ection of a 3-dimensional image of object 
on a 2 -dim ensio na l display screen is rather 
difficult. Certain pa rts of the reconstructed 
objec t are usually displayed in isometry. To 
gain a 3-dimensional effect lighting illumination 
from a virtual source is used. In compound 3-di-
mensional objec ts it is practically impossible 
to imagine the structure by black and white 
isome tr y images. When reflected onto a colour 
display different pseudocolours are used to 
display elements of the object with different 
density . The 3-dimensi onal effect is created 
by a virtual light source. The human mind percei-
ves the structure of each colour as separate 
3-dimensional images. Difference in colour pre-
vents mixing the information . Initial data for 
the work of programming are 15-60 cross-sections 
with a size of 80x80 bytes. In the beginning 
density discrimination levels are found for 
dividing parts of objects into colours. Then 
a pseudo-3 - dimensional half-tone image in each 
colour is created. The full image of the struc-
ture is displayed onto a colour half-tone display 
with a buffer memory volume 3 x 2 56 x 256 ele-
ments with 16 brightness gradations each. When 
necessary a chosen cross-section is displayed 
separately which facilitates the interpretation 
of information. 
6. Obtaining of data and SEM control. The pro-
gramme consists of 2 independent parts. The 
first is dedicated to obtaining a shadow X-ray 
image of a microobject as in all scanners (except 
Pig. 3a) direct observation of a specimen is 
impossible . The scanning speed is controlled 
by the programme to obtain 200-250 impulses 
of calculation outside the object. Then an 80x80 
bytes image is created, and shown on the display 
in the dialogue mode. The dialogue regime allows 
(as in programme 4) to obtain a more informative 
image . The main aim of this part of the programme 
is the alignment of the axis of the step motor 
till it coincides with the center of scanning 
and the choice of the reconstructed cross-section 
position . The second part of the programme is 
for acquisition of projection data. It allows 
the reading of a 128 points projection line 
at a given place of object. Then the step motor 
rotation begins and control is given to the 
convolution programme and back projection. The 
rotation time of the object by the step motor 
is 1 sec. During this time convolution and back 
projection take place and the progra mme begins 
to acquire the da ta of the next view. Information 
acquisition time depends on the intensity of 
X-ray radiation. Por 120 views it ran ges from 
3 to 40 min. (1.5 - 20 sec. per v iew). The pro-
gramme performs an automatic correction of coun-
ting live time for each poi nt according t o the 
level of X-ray radiation at the end of the infor-
mation line, i . e. in those places where the 
ob ject does not cast a shadow. It provides con-
stant conditions of data obtained at all views. 
The problems of automatic stabilization during 
information acquisition are especially important 
for a field emission SEM (in our case - 'Hitachi 
S-800'). The result of the programme cooperates 
with programmes 1 and 2 in an 80 x 80 x 2 bytes 
matrix which is displayed on a screen with the 
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Fig . 5 : Microtomography of a thin wire: 
a- SE image 
b- r econstructed cross-section 
c- isometry image 
Fig . 6 : Microscanner appearan ce 
Fig . 7 : Microtomography of a grass grain: 
a- SE image 
b - X-ray shadow image 
c- reconstructed cross-sections 
help of programme 4 and can be written on a 
disk. 
In addition to the working programmes des-
cribed above test programmes have been developed 
for all parts of the set-up . The longest opera-
tion in micr otomography scanners with one source 
and one detector is information acquisition . 
The programme of information acquisiti on is 
self-controlled according t o the SEM parameters 
and does not demand action from the operator. 
With the speed of data acquisition being several 
seconds per view the signal/noise equalizat io n 
decreases considerably. When the level of X-ray 
radiation is ab ou t 200 pulses per point the 
useful signal can be within the inter val of 
10 pulses and even less. This especially concerns 
objects with sufficient attenuation . The method 
of reconstruction (convolution, 1; -filtering, 
Fourier transf orm) and the parameters of the 
smoothing function F(U) are chosen by the opera-
tor by means of tests or intuitively . Quite 
good results are achieved with the use of convo-
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lution methods with smoothing functions in the 
form of general Hemming windows with a parameter 
0 . 54 - 0.65 . 
Applicatio n of SEM Microto mography 
The first experi ments on microtomography 
in the SEM were made in a microscanner of the 
3a type with a horizontal object. With such 
a location the specimen can be viewed in the 
secondary electron mode. This facilitates align-
ment of the system and the choice of the field 
of reconstructi on. The target is a polished 
copper plate. The step mo t or of the quartz watch 
provided data acquisition in 30 views. A ' LINK 
860 ' microanalyzer detector was used. Calculated 
spatial resolution in data acquisition is about 
25 µ m. The first experiments were made in a 
SEM ' JSM 35CF' type Jeol (Japan) with the micro -
computer 'Iskra 226 ' (USSR). For testing t he 
system a simple specimen was chosen. It was 
a thin wire with tefl on insulation with an outer 
Computerized Microtomography in SEM 
diameter of 0 . 5 - 0 . 7 mm. The object image in 
the secondary electron mode is sh own in Fig. 
5a . 20 Cross-sectio n s were being reconstructed 
each from 30 projections . The form o f o ne of 
the cross-sections is given in Fig . 5b . An inner 
metal conduct or has a regular spherical shape . 
Teflon insulat io n differs considerably in its 
thickness. The value o f micr o tomo g r aphy data 
i s proven by the fact that all attempts to remove 
the teflon insulation led t o conductor defects 
and cha ng e o f its shape . At the same time one 
cannot draw any conclusions on the shape of 
the inner conduc t o r by the secondary elec tron 
image. A pseudo - 3-dimen sional isome try image 
of ob je c t on a colour display was built based 
on 20 cross-sections. Unfor tunate ly, in black 
and white (Fig . 5c) a considerable part o f infor-
mation is lost although a 3-dimensi o nal effect 
remains. Investigation of such a simple sample 
has the character of a demons trat ion . It allows 
the demonstration of the mai n difference of 
microtomographic information from all other 
signals in SEM. 
Further experiments were 
Boo ' type SEM ( Hi tac hi, 
carried out in an ' S-
J a pan) . Using this SEM 
with a field emiss i o n gun led t o the necessity 
of programmed stabilization o f data acquisitio n 
conditions . At pr esent a microsca nner with a 
vertical axis of rotati o n is used. This prevents 
the deformation of the specimen under its own 
weight . The rotation mechanism contains a wa t ch 
re due tor. The ax is where the sample is placed 
is based o n a cone bearing . One anchor motion 
corresponds to 1/ 240 of a total circle . Curre nt 
pulse causes rotation of the anchor and change 
o f the microobject position of 1/ 240 revolution . 
In this way data is ob tained in 120 views . For 
the realization of 240 views the mobile sys t em 
of a microampermete r is kept in the deflection 
position. One anchor motion provides half the 
specimens rotation and correspondingly twice 
as many views . The microampermeter, the watch 
reductor with a specimen on it and a target 
are placed on a SEM specimen stage . A microscan-
ner is shown i n Fig . 6. A microscanner is positi-
oned into the SEM thr ough the specimen exchange 
chambe r. Rotation pulses o f the step motor are 
give n to the SEM co n nector designed t o measure 
absorbed current . This device is directly connec-
ted with the specimen stage which is isolated 
from the SEM column . The second wir e is ground in g 
the microscanner with a spri ng- contact which 
is shown in Fig . 6 . To measure X-ray radiation 
a proportional counter is used. It has a high 
amplify coefficien t and a low level of noise . 
Both counter and preamplifier a r e located at 
a window of the SEM colum n , separated from the 
vacuum by O: 1 mm thick Be foil . After 50 times 
ampl ificati on in the preamplifier pulses are 
transmitted to the microcompu t er interface . 
To facilitate the alignment of the microscanner 
it is necessary that one mo tion of a specimen 
stage (for example axis x) should coi nci de 
wit h the direction of the ta rget- counter line. 
An object in mi c r oscanners with a vertical 
axis is not seen in the stand ar d mode of th e 
SEM. It is pre f erable to start the investigatio n 
of a sample in a secondary electro n mode before 
the assembly in the mic r oscanner . Then the sample 
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is placed on the axis of rotation of the micro-
scanner and using programme 6 o ne can observe 
a shadow X-r ay image. It usually has a very 
low signal / n o ise rati o , but allows the choice 
of the site of cross -s ection rec on struction . 
Microtomography is realized through programmes 
6 , 1, 2 (or 3) with inf or mati on outpu t by pr o -
gramme 4 . Prom several cross - secti o ns we obtain 
a pseudo - 3- dimensional image on a colour display 
by programme 5 . Some other examples of recon-
struction from projections are given below. 
The most suitable objec ts for investigatio n 
by X-ray tomography are o rganic a nd biomedical 
ob jects with sizes up to several mm. An imag e 
of a grass grain i n seco ndary electron mode 
in SEM is giv en in Fig . 7a . Th is ob ject was 
inve stigate d by micr o t omography . A shadow X-ray 
i mage of this sample is given in Fig . 7b . Here 
light areas co rre spo nd t o higher attenuation. 
The image is ob tain ed from the sc r een o f a gra-
ph ical binary display of the microcomputer in 
an Bo x Bo point matrix. Minimum and maximum 
brigh tne ss levels correspond to 220 and 100 
pulses of X-ray counter per point . A reconstruc-
ted cross-section corresponding to the middle 
of the shadow image is given in Fig . 7c . The 
reco n struction was car r ied out on a convolu-
tion algorithm (a =0 . 54) from 120 projec ti ons . 
Cross - section discovers a complex inner-structure 
in the form of a tightly folded petal. The exfo-
liation petal is seen perfec t ly well (it can 
be see n o n the shadow image too). The cross-sec-
tion of the upper part of t he grain , given in 
Pig . 7a is recons t ructed in the same way. Here 
the petal structure becomes more vivid . By rec on-
struc t ed sections one ca n objectively measure 
such parameters as object perimeter , its form 
and inner porosity . 
Better spatial resolution can be realized 
o n objects of smaller size . As an example , the 
reconstruction o f a beetle ' s head is shown. 
The appearance of this sample in a standard 
mode of a SEM is given in fig. Ba. Reconstruction 
of the inner structure was made from planes, 
marked in Fig . Ba. A shadow X- ray image is given 
in Fig . Bb . The results of the reconstruction 
along 120 projections are given in Fig . Be. 
Microelectronic objects are more difficult 
to reconstruct. This is due to the high attenua-
tion level of X-ra y radiation. Infrared radiation 
can be used more effectively in this case . Some-
times the inner structure can be reconstructed 
by X-ray project ion . A c r oss - section re cons tr uc-
tion of a miniature diode in a glass frame is 
given as an example . The appearance of the diode 
is given in Fig . 9a . An approximate structure 
of the diode is outlined in Fig . 9b . The upper 
wire is connec ted t o an Si-plate with p-n junc-
tion. The second contact is a thin metal co n duc -
tor, connected with the lower wire ou ter connec-
tor of the diode. In Fig . 9c a shadow X-ray 
image of the middle part of the diode is given . 
The black level corresponds to 10 pulses 
i n each point , th e wh ite level corresponds to 
3-5 pulses . The initial radiation corresponds 
to 250 pulses per point . Bec a use of such a strong 
attenua t ion the noise level is very high in 
the shadow image. The inner structure is seen 
very approximately. The reconstruction was made 
A. Yu. Sasov 
Pig . 8 : Microtomography of a beetle 's head: 
a- SE image 
b - X-ray shadow image 




Pig. 9 . Microtomography of a semiconductor diode : 
a- SE image 
b - diode design 
c- X- ray shadow image 
d- projection data 
e- reconstructed cross-sections 
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from 120 projections in each of the three cross-
sections marked in Pig. 9 . Signals of one of 
the projections for each field of reconstruction 
are shown in Pig. 9d. They are very much alike 
in their appearance as only the upper part of 
the signal contains useful information . Despi te 
the minimum quantity of useful information all 
3 cross-sections of suitable quality could be 
reconstructed (Pig. 9e). Smoo thin g with the 
Hemming wind ow with a =0. 5 and acquisition of 
useful information from all the 120 views played 
a positive role. On the lowest of the given 
cross -secti ons is a wire ou tput, soldered int o 
the glass of the frame. On the middle cross -sec-
tion a cylinder glass f rame of a diode and a 
thin wire contact are seen. The upper cross -se c -
tion corresponds to an Si-plate with a p -n junc-
tion. A thin layer of glass around Si is rather 
badly rec onstruc t ed because of the high attenua-
tion gradient on the diode - vacuum boundary. 
All the examples given above show the possi -
bilities of microtomography in SEM. Additional 
information can be found in o ther sources ( see 
references 2, 3). 
Conclusions 
Non - destructive methods of 3-dimensional 
reconstruction of the inner structure of microob-
jects allow the collection of data inaccessible 
to other inves t igation methods in SEM. The basis 
is a well developed mathematical device of compu-
terized tomography. To obtain projection data 
different types of microscanners are developed. 
The first tests of the developed set-up and 
methods of microtomography produce encouraging 
results . Further development is expected in 
the direction of improvement of spatial resolu-
tion and increase of reconstruction speed. Trans-
fer to microscanners with a minimum 




The value of the obtained data gives confi-
dence that this direction of investigations 
i n SEM will be developing rapidly. 
To obtain informative data, apart from X-r ay 
radiation, infrared radiation or ultrasound 
can be used. An alternative approach is the 
utilization of microstructures of a more suitable 
type of radiation with corresponding algorithms 
of reconstruction for each class . 
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Discussion with Reviewers 
K. Kanaya: A method for three-dimensional recon-
struction from, for example, a series of light 
or electron micrographs obtained by ultramicroto-
my has already been accomplished by Baba et 
al. ( 1984, in Micron and Microscopica Ac ta). 
The merit or demerit of this device should be 
compared with such three-dimensional reconstruc-
tion methods. 
Author: The main merit of microtomography in 
comparison with other methods is the study of 
the inner structure of microobjects WITHOUT 
DESTROYING them. 
P. W. Hawkes: Do you anticipate that the energy 
deposited in the specimen will limit the useful-
ness of the technique? 
Author: In my opinion, 
in the specimen will not 





D. Sayre: I can imagine someone reading this 
paper and wanting to construct a similar unit, 
but then being discouraged by the present image 
quality, which does not seem very go o d. In the 
author's opinion, can the quality of imaging 
be improved in later versions, and if so, how? 
Author : The images given in Pig . 7-9 were obtai-
ned from the binary computer display screen. 
Using half-tone display the quality o f the re-
sults will be considerably better. 
D. Sayre: What was the energy and spectrum of 
the X-rays used in these experiments? Was any 
attempt made to match the X-ray energy to the 
thickness and absorptivity of the specimen? 
Does the author think it would be useful to 
consider imaging with monochromatic X-rays to 
obtain microanalytical information from the 
specimen? 
Author : The 
interaction 
Cu target. 
X-ray spectrum corresponds to the 
of a 30 kV electron beam with the 
The questions of spectrum modifi -
cation in specimens were not considered . It 
is difficult to obtain microanalytical informa-
tion from the spectrum modification because 
of low signal to noise ratio . 
K. C. A. Smith : All of the micrographs shown are 
taken at 30 kV, presumably the highest available. 
If so, would a higher accelerating voltage be 
of benefit for image reconstruction? 
A. Yu. Sasov 
Author: A higher accelerating voltage will allow 
investigation of objects with higher absorptivi ty 
by microtomography. 
K.C . A. Smith : Could 
of your method of 
the field emission 
acquisition? 
you give further details 
automatic stabilization of 
system during information 
Author : Programmed stabilization of data acquisi -
tion conditio ns is based on t he control of the 
scanning speed to ob t ain a constant signal out-
side the object . Questions of field emission 
current stabilization were not considered. 
K. C . A. Smith : Menti on is made of infrared radia-
tion as an alternative to X-r ay radiation. How 
could this be applied in the SEM? 
Author : Infrared radiation may be emitted from 
the cor resp ondi ng lumi nophore on the target . 
Infrared pho t omultipliers are used for detection 
of the radiation . 
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